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CALIBRATION CERTIFICATE

IEPHRS: [2018DW02860404]
Certificate No.
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Customer
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Name Of Sample
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Manufacturer

RIS A& ZGF-120/2
Model/Type

BERS 11120303

No Of Sample
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Stamp
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The measuring equipment used in the calibration is traceable to national primary standards maintained in
National Institute of Metrology (NIM). NIM is the signatory to the Mutual Recognition Arrangement (MRA) for
national measurement standards and for calibration and measurement certificates issued by national
metrology institutes.
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Hubei Institute of Measurement and Testing Technology Certificate No.

¢ AR RITHERR MCERIMNEETTRIGENN

This laboratory is a legal metrological verification institution established by the government metrological administrative department
according to law.

o KIRREEIBEXARTTAI1S0/IEC170255mERE K.

The quality management system for laboratory complies with ISO/IEC 17025 standards.

o FRKEMRAEKE (B, D)

Reference documents for the Calibration (Name . Code )
S HJ/QC 24002-2015 EL¥EE R A S0l Ty i

® FARKEFEMANEENERERE

Main standards of measurement used in the Calibration

RERMN RHS/RS AERS/BHH
Name of Equipment Model/Serial No. Certificate No./Due Date
200kV H IR 3 GF-200/251185 GH =
52017400765 /2019-01-14
HrEZLHFE 34401A/MY45016530 2017DW02310724/2018-06-21

® KIEMZEFRM

Environmental condition on the Calibration

mE:  21.0°C HEXHEE: 42 % HE: —
Temperature R.H. Others

SE: — - . B FRIRITRERS: 2018DW02860404
Pressure Place Record No.

FRMESER, (RGO RRAEE M.
It’s Effect That Results of This Report Relate Only To The Sample(s) Calibrated.
REERFE, FERSEHAESR.
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Hubei Institute of Measurement and Testing Technology Centificate No.
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Data/Results of Calibration
1. FLH
R (kV) SR {8 (V)

10.0 10. 02

20.0 20. 03

30. 0 29. 97

50, 0 49, 93

RO. 0 79. 94

100. 0 99. 90

120.0 119,85
P|AHEL: Ua=0.8% 2
2, BB HMR.

ER{E(uA) LT (0 )

503 506 P

999 1008 l;'

1724 1740 -
MREAFERE: Ua~0.8% , &2
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